Background
==========

The amount and location of left ventricular (LV) mechanical dyssynchrony affects an individual's ability to respond positively to cardiac resynchronization therapy (CRT) \[Bax et al JACC 2005\]. By using high temporal resolution short-axis cines, it is possible to derive radial motion curves throughout the LV. These radial motion curves can be used to create maps showing dyssynchronous regions in patients enrolled for CRT.

The objective of this study was to characterize the size and location of areas of mechanical dyssynchrony in patients scheduled for CRT by comparing their radial wall motion curves to radial motion curves from normal subjects.

Methods
=======

CMR was performed in 5 normal subjects with no presence of dyssynchrony (QRS\<120ms) and 13 patients scheduled for CRT that met current inclusion criteria (QRS\>120ms, NYHA HF class III-IV).

Endocardial borders were traced in normal subjects and patients on high-temporal resolution SSFP short-axis cines (60 frames per cardiac cycle). Radial shortening at 100 locations around the contour relative to the center of mass of the LV was determined for each slice. A *reference* curve was generated for each patient by averaging all curves with a similar trajectory using quality threshold (QT) clustering. The temporal delay between the radial motion curves at each location relative to the *reference* was determined using cross-correlation analysis. By repeating this analysis at all locations throughout the LV, a mechanical dyssynchrony map was generated and projected onto an AHA 17-segment bullseye.

The mean and standard deviation of delay times throughout the LV were determined in the normal subjects. A "normal file" was defined using a 95% confidence interval based on these subjects. By comparing patients to this normal file, we could identify 1) the most dyssynchronous region and 2) the size of this dyssynchronous region.

Results
=======

In the normal subjects, the normal range of delay times was -49 to 47 ms.

The most dyssynchronous region was posterolateral in 6 patients, anterolateral in 4 patients, and septal in 4 patients. The CRT patients had an average of 8.6±1.9dyssynchronous segments which comprised 48.9±12.1 % of the LV, figure [1](#F1){ref-type="fig"}.

![Mechanical dyssynchrony map projected onto the AHA 17-segment model with the dyssynchronous region outlined in white.](1532-429X-14-S1-P215-1){#F1}

Conclusions
===========

Using cross-correlation analysis of radial displacement curves from high temporal resolution cine CMR images, regional mechanical dyssynchrony maps can be generated. By comparing patients to a "normal file", the size and location of dyssynchronous regions in the LV can be determined. These maps could be used for CRT LV lead placement planning.
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